VERIFICATION OF CALIBRATION REPORT

Of Data Master cdm Breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statedwide Breath Alcohol Program

JUN 2 3 2009

v
, DataMaster cdm S/N 130569
Supervisor/Operator Performing the Verification Procedure: (//
Name John Hodges ID# 2999 Date  6/19/2009
A -
Agency Cordova Police Department Phone # 424-6100
Instrument Location Cordova Police Department
- “
Alco S/N X124634 Target Value 0.078 High Pressure 750psi
B ,
v v
Alco Test Value Average 0.080 0.080
Ist Alco 2nd Alco
<l
Signature P E 0{7« b
(OVER) ) ,&aﬁg O
I, Nita J. Bolz, after being first dul)" sworn, depose and state as follows: VA

(Do Not write in the area below)
(1) I am a Forensic Scientist [V at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.
(3) I am the Scientific Director of the State Breath Alcohol Program.
(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for
maintaining the records of the program.

——5) The-attached verification is a trae and accurate verification of calibration that reflects a regularly conducted and

regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the

verifiCation. :

State Breath Alcohol Program

bscribed and swgrn begfore m day of " 09.
) dj (Nodtary Seal Stamp)

lic, State of Alaska
Commission Expires with Office

“N
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VERIFICATION OF CALIBRATION REPORT

Of Data Master cdm Breath Test Instrument

State of Alaska

Scientific Crime Detection Laboratory - Statedwide Breath Alcohol Program
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(CONTINUED FROM FRONT PAGE)

C

TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
CHECK IN THE MARKED BOXES.

BT9 03/00
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NONDRINKING SUBJECT TEST
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ALASKR IEPARTMENT OF PUBLIC SAFETY
TATAHRSTER cdm 138363

JIE 19, 209 W \Do\

(PERATOR'S HAYE:

HODGES, JOHN
OPERATOR’S NMBER: 2999
SUBJECT 'S LAST HAHE:

YERIFICATION OF CAL
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0L &%

TEPT/HGENCY: DV
CASE/REPORT: ¥
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- DIAGNOSTIC CHECK
* ALASKA DEPARTYENT OF PUBLIC SRFETY
TRTRAASTER cdm 138563
CORE 15, 29
o TIE 2
—- DIRGHASTIC OHECK -

T HRUTER: Y
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HEATERS
SHPLE CHAMBER: %
TRERTH TURE: 4

| DAROMETER:. 298 in L
FLOW BETECTOR: 1t
HiF
HIGH SPEED i
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FILTERS: 5
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